[Standardization of neutralization tests using the COBL cell line and comparison with the particle agglutination test for measles serology].
The aim of the present study was the detection and comparison of measles antibody titers with particle agglutination (PA) and neutralization (Nt) methods, in the sera samples of 364 subjects from different age groups. PA method was performed with a commercial test kit (Serodiameasles, Fujirebio Com. Japan), and Nt test which was standardized in this study, by using COBL (cord blood) cell lines, has been started to use in our laboratory as a reference method. As a result, antibody titers detected by PA were in parallel to the titers which detected by Nt test, and it was concluded that the differences in antibody titers would arise from the differences of test principles and viral antigens.